MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVI

STATE PUBLIC HEALTH LABORATORY RECEIVED
BREATH ALCOHOL PROGRAM By Carol Day at 9:16 am, Jun 02, 2015
INTOX EC/IR II MAINTENANCE REPORT REPORT A3

Complete this reporkt at the time of the regular monthly prevenklve maintenance check (not to exceed 35
days), Complete this report whenever the instrument is serviced or repaired and whenever it is placed
into gexvice, Retain the original and send a copy within 15 days to the Breath Alcohol Program, DHSS,

THTOX BEC/IR 11 8N NAHE OF AGENCY DATE OF INSPECTION
12838 Cags County SO 06/01/2015
LCCATION OF INSTRUMBNT (STREBT AND CITY} TIME OF INSPECTION
2501 W. Mechanic Harrisonville, MO 64701 09:33 CDT

CHECKLYBT: Place a mark im the box by each item If found to be saklsfactory or Is operating within
eastablished limits. {(Write in observed values where determined}, Unmarked iktems must be corrected
before using instrument.

DIAGNOSTIC RECORD

BLANK CHECK [XJco2 CHECK
FC 1 TEWMP FLOW CHECK
EgSRc TEMP FCB CHECK
DET TEHE @cac COMP CHECK
[Z]eT TEMP [XJCRC CAL CHECK
5TD 2 TEMP [X]PRINT TEST
EETH CHECK
BREATH ANALYZER ACCURACY STANDARDS
[ JSTMULATOR SOLOTION [X]COMPRESSED ETHANOL-GAS MIXTURE
STANDARD SUPPLIER Intoximeters LOTH  AGA10601 EXP. DATE 04/16/2016
[J5TMOLATOR TEMP {34°C 30.2°C) STMULATOR S/H SIMULATOR EXP DATE

1EQCALIBRATION CHECK - (ONLY ONE STANDARD I8 TO BE USED PER MAINTENANCE REPORT)
Run three tests using a standard solution. All three tests must be within 35% of the standard value
and must have a spread of -.005 or less. Mark the hox corresponding to the standard solution being
used, {PRINTOUT ATTACHED)

0.10% STANDARD - MUST READ BETWEEN 0.095% AND C.105% INCLUSIVE

0.08% STANDARD - MUST READ BETWEEN 0,076% AND 0.084% INCLUSIVE

0.04% STANDARD - MUST READ BETWEEN 0,038% AND 0.042% INCLUSIVE

TEST 1 %+ 0,099 g/210% | THST 2 v 0,099 g/210L ! TEST 3 » 0.099 g/210L
INDICATE THE NUMBER OF BREATH TESTS I THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REEORT]

REFUSALS 0 0-.04 3 .05~ .09 1 +10-.14 1 .15-.,19 1 OVER .19 1

LTST ANY NBA PARTS ANRD DESCRIBE ANY ALTERNTION OR NODIPITATION THAT ARG NADR TU RESTOURE THR INJTRUNABHT 10 OPBRATE
SATISFACTORILY AND RITHIN KSTABLISHED LIMITS (USE OTHER SIDE IF NECES3ARY).

U —_—

CROW, GAR

A BEXPIGATICH DATE TELRPHONE HUNMBER
0s5/20/2016 { 816 ) 380-5200

RETURN COMPLETED REPORT T0O THE:
Breath Alcohol Program, Misscuri Department of Health and Senior Services,
Southeasgt Dilstrict Office, 2875 James Blvd, Poplar BLuff, MO 63901

0 5806-2899 AN BQUAL OPPORTUNITY/ARFIRMATIVE RCTION EMPLOYER LAS 163
aorvices provided on a nondisorimivnatory basia




Alrgas USA LLC (LAE)
350G Bermnard Strest
St Louls, Mo, 83103
Fhr (314) 533-3100

¥ (314) B33-7328

Certificate of Analvsis

Gustomer Name Test Date:  16-Apr-2014

Ihicximeters, Inc. -
2081 Cralg Road
St Louis, Mo 63148

Lot # AG410601

Exp. Date Cyl, Type Gomponent Gerlified Goncentration
T16-Apr-2015 108 Ethanol 0,100 £ 2% BrAC (272 ppm)
Nitrogen Balance

Certification Traceable to NLS.T. RGM Ethanol Standards:

serial No, Goncentration Serial No. Congentration
£B0010581 381.8 ppm EBO010R03 382.5 ppm
EBOO{0570 258.8 ppm ERB0010558 258.8 ppm
ERos10285 208.0 ppm ER0G10595 208.9 ppm
EBO010564 103.7 ppm EB0010562 104.9 ppm
EBGO10661 52.22 ppm EBOG10579 _ £2.94 ppm
Analytical Method: NOIR

sagnad by Quatly Conlret
14.84,18 03:67:40

tease s Ory gus standard cordification of analywls
Fovation: & hont USA (L0 {Lab) Analyst: /}Z;?KL /%W

Rod Marsala

ISO 17025:2005 A2LA accredited. Certificato Number 2889.01
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